Tuberculosis continues to be a global health problem, with more than 8 million new cases and 2 million deaths each year (24). The spread of human immunodeficiency virus (HIV) infection and the breakdown in health services have contributed to a dramatic rise in the incidence of tuberculosis. The great majority of the new tuberculosis cases (95%) and tuberculosis deaths (98%) are in developing regions such as Southeast Asia, sub-Saharan Africa, Latin America, and Eastern Europe (15, 20) . One of the principles of tuberculosis control is rapid and accurate diagnosis of infected patients in order to allow prompt initiation of antibiotic therapy and to prevent transmission. Although the conventional procedures are irreplaceable diagnostic tools, detection of acid-fast bacilli by microscopy shows poor sensitivity, and solid culture methods can take as long as 8 weeks (liquid culture methods are faster but unaffordable for laboratories in low-income areas). In addition, coinfection with HIV has changed the clinical presentation of tuberculosis and reduced the sensitivity of classical microbiology methods (5, 9, 17). Therefore, in developing countries, it is especially important to have an inexpensive and rapid test for tuberculosis identification so that infected individuals can be isolated and treated immediately (10).
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Mycobacteriophages constitute a potentially useful approach for detecting viable Mycobacterium tuberculosis bacilli as well as for susceptibility studies (22) . Several mycobacteriophages have been reported to be highly specific for all M. tuberculosis complex species (11, 13, 25) . These mycobacteriophages have been important in the development of phagebased technology, as shown in some studies (7, 14, 28) . Their relatively rapid replication (which compensates for the otherwise slow growth of their hosts), the simplicity of the methodology, and the relatively inexpensive equipment required make the use of mycobacteriophages a suitable tool for the rapid diagnosis of tuberculosis.
The PhageTek MB assay (Organon Teknika Corporation, Durham, N.C.; manufactured by Biotec Laboratories Ltd., Ipswich, United Kingdom, as a variant of its FASTPlaqueTB test) is a phenotypic assay that uses M. tuberculosis complex-specific mycobacteriophages to report the presence of live M. tuberculosis complex organisms within a sample. The target bacteria in a decontaminated respiratory specimen are rapidly infected by the target-specific bacteriophage. A selective virucide is added which, without affecting the cells, destroys all exogenous phages that have not infected the M. tuberculosis complex bacilli. The phages protected within the M. tuberculosis complex organisms replicate and form clear areas (plaques) in a lawn of rapidly growing host helper cells. Although the number of plaques generated from a given sample is related to the number of viable M. tuberculosis complex cells containing mycobacteriophage, this test is qualitative. Results from specimens can be read by eye after 48 h.
The aim of this study was to evaluate the diagnostic value of the PhageTek MB kit for pulmonary tuberculosis in comparison with standard culture (solid and liquid media) and staining techniques for respiratory specimens. In addition, a specificity study of this mycobacteriophage-based assay was performed with different mycobacterial species. Specimen processing, microscopy, and culture. All samples were processed within 24 h of specimen collection. The specimens were processed according to the conventional N-acetyl-L-cysteine-NaOH digestion-decontamination procedure (16). After they had been processed and concentrated by centrifugation, the final sediments were suspended in 2 ml of phosphate buffer (pH 6.8). This suspension was then used for the preparation of smears for acid-fast staining with auramine-rhodamine fluorochrome and for inoculation into two media: an MB/ BacT bottle (bioMérieux sa, Marcy l'Etoile, France) and a Löwenstein-Jensen (LJ) slant (MAIM, Barcelona, Spain) used as a solid medium. The MB/BacT antibiotic supplement (amphotericin B, azlocillin, nalidixic acid, polymyxin B, trimethoprim, and vancomycin) was added for culture of nonsterile specimens. An equal volume (0.5 ml) of the processed specimens was inoculated at the same time in each medium studied. All cultures were incubated at 35 to 37°C for as long as 6 weeks. The MB/BacT bottles were registered and placed in the BacT/ ALERT 3D instrument (bioMérieux sa) for incubation and continuous monitoring as recommended by the manufacturer. The LJ medium was incubated under 5% CO 2 and was examined for colonies on the slant once a week.
Mycobacterial species identification. Mycobacterial isolates were identified by conventional biochemical and culture tests, PCR-restriction fragment length polymorphism (PCR-RFLP) analysis of the hsp65 gene (2, 23) , and DNA probes (AccuProbe; GenProbe Inc., San Diego, Calif.). These gene probes were selectively applied to each positive culture to identify M. tuberculosis complex, Mycobacterium avium complex, Mycobacterium kansasii, and Mycobacterium gordonae on the basis of the pigmentation of the pellet and morphological characteristics by microscopic examination.
Mycobacteriophage-based assay (PhageTek MB). The mycobacteriophagebased assay was performed and interpreted according to the manufacturer's recommendations by using the reagents supplied in the PhageTek MB kit. Briefly, 1 ml of the decontaminated specimens was washed and incubated overnight at 37°C in Middlebrook 7H9 medium with 10% oleic acid-albumin-dextrose-catalase (OADC). One hundred microliters of phages was then added, and the mixture was incubated at 37°C for 1 h. Following incubation, extracellular phage were inactivated by addition of 100 l of virucidal solution. After careful mixing to ensure that all the phage were exposed to the virucide, the sample was incubated at room temperature for 5 min, followed by addition of 5 ml of Middlebrook 7H9 medium with 10% OADC and 1 ml of a suspension of rapidly growing host helper cells (Mycobacterium smegmatis) in which the released mycobacteriophage could infect and continue amplification. Finally, the mixture was plated with 5 ml of molten agar. The plates were allowed to set and were incubated for 18 to 24 h at 37°C. Positive and negative controls were included with each batch of specimens. Released phage (from target M. tuberculosis) were detected as zones of lysis (plaques) in a lawn of helper cells. Plaques are representative of viable M. tuberculosis complex bacilli present in the sample. Results were interpreted as follows: 0 to 19 plaques, negative; Ն20 plaques, positive ( Fig. 1) .
Assay specificity. The analytical specificity of the PhageTek MB assay was assessed by testing mycobacterial strains isolated from clinical specimens ( (2, 23, 26) . Fresh cultures (3 to 6 weeks old) from solid media were used as sources of mycobacterial strains. The mycobacterial growths were transferred to sterile screw-cap glass tubes containing liquid culture medium (Middlebrook 7H9 medium with 10% OADC) and six to eight glass beads. The suspensions were homogenized by using a vortex mixer for 15 to 20 s. Large clumps were allowed to settle by letting the suspensions stand for at least 5 min. The supernatants were transferred into sterile tubes, and the turbidity was adjusted to 0.5 McFarland standard. Several dilutions of the standardized suspensions were tested following the assay procedure. Colony counts were performed by plating duplicate 0.1-ml volumes of dilutions of the suspensions onto Middlebrook 7H11 medium and incubating for as long as 6 weeks at 37°C. Final colony counts ranged from 10 7 to 10 2 CFU/ml. Statistical analysis. Sensitivities, specificities, and positive and negative predictive values were calculated by standard methods (12) .
RESULTS
A total of 205 (10%) specimens from 134 patients were positive for mycobacteria. Table 2 presents PhageTek MB results for M. tuberculosis culture-positive specimens according to smear results. In comparison with culture, the sensitivity, specificity, and positive and negative predictive values of auramine smear microscopy in the detection of M. tuberculosis were 72.9, 98.7, 80.8, and 98%, respectively. PhageTek MB was more likely to give positive results for specimens in which high numbers of acidfast bacilli were observed on the smear (Table 2) . Quantification results of culture on solid media were available for 27 out of the 144 M. tuberculosis culture-positive specimens (Table 3) . The highest number of PhageTek MB-positive specimens was found among samples from which the recovery of M. tubercu- (Table 4) . Seventy-seven discrepant results between PhageTek MB and culture were observed: 60 specimens from 47 patients with M. tuberculosis isolates were negative by PhageTek MB but positive by culture, and 17 specimens from 17 patients were positive by PhageTek MB but negative by culture. Of the 47 patients with false-negative PhageTek MB results (26 of which were smear-positive results), 17 patients were undergoing tuberculosis treatment. In addition, of the 17 patients with false-positive PhageTek MB results (6 of which were smear positive), 8 patients had cultures positive for M. kansasii and 9 patients had no clinical or radiological criteria for diagnosis of tuberculosis or any other mycobacterial infection.
Analysis of assay specificity using different mycobacterial strains revealed that all the reference and clinical strains of M. kansasii and M. gastri studied were positive by PhageTek MB when the highest CFU counts were tested ( 
DISCUSSION
Since 1947 more than 250 mycobacteriophage types have been identified (13) . Nevertheless, the potential clinical application of mycobacteriophages for rapid diagnosis and drug susceptibility testing of M. tuberculosis has only recently been proposed (4, 6, 14, 21, 27, 28) . The sensitivity of mycobacteriophage-based techniques relies mainly on the biological amplification of bacteriophage particles. In this way, our study showed a high sensitivity of PhageTek MB with smear-positive specimens as well as with those samples from which a high number of M. tuberculosis bacilli were isolated. However, although these techniques are able to detect fewer than 10 CFU of bacilli in a 100-l sample (data not shown), the PhageTek MB showed poor sensitivity with smear-negative specimens and with those specimens from which a low number of colonies were recovered on solid media.
Although this study was performed in a high-NTM-prevalence population, the specificity of the test was found to be acceptable when clinical specimens were evaluated. Nevertheless, the mycobacteriophage-based test provided nine positive results for patients without a microbiological or clinical diagnosis of tuberculosis (smear-negative, culture-negative specimens from patients not under therapy affecting the viability of bacilli). A possible explanation could be insufficient virucide activity leading to plaque formation from infected helper cells, not from M. tuberculosis bacilli previously present in the specimen.
The positive results found with highly concentrated suspensions of M. kansasii, M. gastri, and M. avium complex in the assay specificity evaluation may not have important clinical implications in developing countries, where the NTM prevalence is substantially lower than in our area (8) .
Only a few studies have assessed the diagnostic utility of the phage technology by using clinical samples (1, 3, 18, 19) . Although the results of those studies have shown a high sensitivity and specificity of the test, some important issues should be a Negative, no acid-fast bacilli observed; ϩ, 1 to 9 bacilli/10 fields; ϩϩ, 1 to 9 bacilli/field; ϩϩϩ, Ͼ9 bacilli/field. VOL. 41, 2003 taken into consideration. Two trials conducted in Cape Town, South Africa (1), and Karachi, Pakistan (19) , compared the mycobacteriophage-based test with microscopic examination and a solid medium (LJ), while a combination of solid and liquid media (MB/BacT) was used in the present study. Furthermore, the LJ slants were inoculated with 0.1 and 0.2 ml of the treated specimen suspensions in the Cape Town and Karachi trials, respectively, instead of 0.5 ml of suspension, the amount used in our evaluation. These factors, as is well known, improve the recovery rates of mycobacteria, which could have important implications for the sensitivity and positive predictive values achieved by the mycobacteriophage-based technique in comparison with culture findings. Even so, the overall sensitivity of the mycobacteriophage-based test in the present study (58.3%) is lower than that found (70%) in the Cape Town trial (1); if one considers only the smear positive specimens (data not specified in that evaluation), then the sensitivity is similar (75.2%). On the other hand, in one study performed in Mexico (3), the luciferase reporter mycobacteriophages detected 92% of the mycobacterial isolates recovered from sputum samples (all positive acid-fast bacillus smear specimens) and were able to distinguish M. tuberculosis complex from other mycobacteria by using p-nitro-␣-acetylamino-␤-hydroxy propiophenone. Our evaluation, unlike the one conducted in Mexico (3), included smear-positive and smear-negative samples, and not only sputum samples but also other kinds of specimens, which gave us the opportunity of assessing the clinical performance of the phage-based test under nonoptimal conditions. In addition, specimens from patients on tuberculosis treatment were also included in the present study, whereas only new tuberculosis suspects were included in both the Cape Town and Karachi trials. The mycobacteriophage-based assay showed low sensitivity in our study, making it unsuitable as a screening test in our area. However, this methodology could be implemented in low-income countries where access to health services is poor and the patients' samples may present higher bacillus counts due to more-extensive disease. In addition, because this assay is based on the principle of detecting viable bacilli, it has the potential to be used as a technique to evaluate the response to antituberculosis drug therapy. Four patients under tuberculosis treatment included in our study were smear positive and culture and PhageTek MB negative, indicating the importance of the viability of the bacilli within the specimen. Further investigations are required in order to assess the real utility of the phage-based technique in antituberculosis therapy monitoring.
In the last annual report on global tuberculosis control published by the World Health Organization (29) , reaching 70% case detection by 2005 is presented as one of the most important aims. This mycobacteriophage-based test could be considered a suitable and affordable tool to aid in improving case detection in developing areas, because it is a rapid method that does not require any specialized or automated equipment. Furthermore, the reagents needed to perform the assay do not represent a major expense for laboratories in resource-poor areas.
